The presence of thrombus in LAA has been considered a contraindication to percutaneous LAA closure since the manipulation of catheter and device may lead to systemic embolisation. We used partial deployment technique of umbrella at the orifice of LAA as described in some reported cases. 1) Thereafter, the system was advanced up to the landing zone where the device was completely delivered trying not to touch the thrombus.
In selected patients LAA closure in the presence of thrombus is safe and feasible and should not be considered an absolute contraindication. 2) 282 https://e-kcj.org https://doi.org/10.4070/kcj.2019.0305
Left Atrial Appendage Closure with Thrombus Figure 2 . Sentinel was introduced by right radial approach with its 2 baskets placed in right brachiocephalic trunk and left common carotid artery, respectively. 
